CAP Validated: TD-2009-04-22-2

CAP Description: As-Is: No evidence of calibration of timers in the HF room.
Responsible person: Lance Cooley

Person Validatfng: John Martzel

Validation Plan: no corrective action taken, so nothing to validate; confirmed with CAP
requestor Jim Rife

Validation results: Validation is moot since no corrective actions were taken. Mark as validated
in the CAP DB.

Date Validated: N/A

Findings: None
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4 N |



